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On the Response of an OST to a Point-like Heat Source 
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A new technique of superconducting cavity diagnostics has been introduced by D. Hartrill at Cor- 
nell University, Ithaca, USA. Oscillating Superleak Transducers (OST) detect the heat transferred 
from a cavity's quench point via "Second Sound" through the superfluid He bath, needed to cool the 
superconducting cavity. The observed response of an OST is a complex, but reproducible pattern 
of oscillations. A small helium evaporation cryostat was built which allows the investigation of the 
response of an OST in greater detail. The distance between a point-like electrical heater and the 
OST can be varied. The OST can be mounted either parallel or perpendicular to the plate, housing 
the heat source. If the artificial quench-point releases an amount of energy compatible to a real 
quench spot on a cavity's surface, the OST signal starts with a negative pulse, which is usually 
strong enough to allow automatic detection. Furthermore, the reflection of the Second Sound on 
the wall is observed. A reflection coefficient R = 0.39 ± 0.05 of the glass wall is measured. This 
excludes a strong influence of multiple reflections in the complex OST response. Fourier analyses 
show three main frequencies, found in all OST spectra. They can be interpreted as modes of an 
oscillating circular membrane. 

PACS numbers: 03.75.Kk, 07.20.Mc, 43.38.+n, 67.25. dm, 67.25.df, 67.25.du 

Keywords: Second Sound, cavity quench. Oscillating Superleak Transducer (OST), superconducting cavity, 
cavity diagnostics. He evaporation cryostat, ILC 



I. INTRODUCTION 

In modern particle accelerators the cavities are usually 
made of superconducting materials like niobium with a 
high critical temperature of Tc = 9.2 K. At the low op- 
erating temperature of a cavity (1.5 - 4 K) the Ohmic 
losses are clearly reduced and almost all the RF power 
from the Klystrons is available to accelerate the beam. 
Quality factors of Qq = 10^ — 10^° are obtained. Nio- 
bium can be sputtered on the interior surface of a copper 
cavity like in the LHC, or the whole cavity can be made 
from ultra-pure niobium. A typical example of the latter 
one IS the so called TESLA cavity [11, which consists of 
9 cells, has a total length of about 1 m and is operated at 
1.3 GHz. These cavities are used at FLASH and soon at 
the XFEL, both free electron lasers at DESY, and they 
are considered for the future ILC collider. 

The niobium coated copper cells of the LHC produce 
an accelerating electric field gradient of 5 MV / ni. The 
TESLA cavities were designed to run at a gradient of 
at least 15MV/m. They should reach 23.6 MV/m at 
the XFEL and up to 31.5 MV/m for the ILC [1, Q. 
Still higher gradients would reduce the number of cav- 
ities needed and lower the costs. But as the accelerating 
electric field is linked to the magnetic field, the maxi- 
mum gradient is limited by the critical magnetic field 
He- According to current knowledge Q, niobium with 
He ~ 200 mT at 2 K is probably useable for gradients up 
to Eacc ~ 55 -60 MV/m. 

There are typical problems to reach these high gradi- 
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ents. Electrons and discharges are produced inside the 
cavity, which often start at imperfections of the inner 
walls. Heat is generated at these spots, the supercon- 
ductivity is lost and still more heat occurs due to resis- 
tive heating: the cavity quenches and the stored energy 
is released. To avoid this, during the course of cavity- 
development several different treatments are used (grind- 
ing, high pressure water rinsing, heat treatment, buffered 
chemical or electro polishing, etc.) Q to optimize the in- 
ner surfaces of the cavities. 

Nevertheless, each cavity has to be tested, before it 
is inserted into a larger accelerator facility. The present 
500 GeV ILC design requires about 18.000 TESLA nio- 
bium cavities (including spares) yielding an average op- 
erational field gradient of Eacc = 31.5 MV/m Q. The 
classical way of testing a cavity for quench spots is the 
use of arrays of thermocouples, which are moved around 
the cavity in operation. Quench spots can be localized to 
within 2 — 3 cm, but "the process of locating defects in 9 
cell cavities remains a lengthy and cumbersome process" 
01 ■ It can hardly be applied on the thousands of ILC 
cavities. 

In 2008, a new technique was introduced at Cornell 
university to trace the position of a quench spot d, Q . 
The principle of the method is the following: When a su- 
perconducting cavity is operated below 2.17 K, the liquid 
He in the cooling container becomes superfluid (He-II). 
In case the cavity cannot stand the accelerating gradi- 
ent, a quench occurs. The temperature at the quench 
point rises and generates a so called Second Sound wave 
which travels through the liquid He-II. The Oscillating 
Superleak Transducer (OST) can be used to track such a 
wave in this environment. The time interval between the 
quench and the arrival of the Second Sound at an OST 
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can be measured, typically 0.5 ms per cm distance. The 
application of multiple OSTs at selected positions allows 
a localization of the quench spot via triangulation. 

The signal of an OST is a complex superposition of 
the Second Sound wave and the eigcnmodes of the OST 
membrane. Further complication of the signal shape can 
be generated by Second Sound waves reflected at the cav- 
ity walls, the walls of the cryostat, etc. To disentangle 
these effects, the response of an OST is studied in the 
simplified environment of a small He evaporation glass 
cryostat. 



II. SECOND SOUND IN SUPERFLUID HELIUM 

A. Properties of Liquid He 

Cavities in a modern accelerator are placed inside a 
cooling bath of liquid He. The phase diagram (Fig. [T]) 
shows, that at normal pressure (100 kPa) liquid He has 
a temperature of 4.22 K. If the pressure is reduced the 
He cools down to the Triple point T\ = 2.17K at the 
pressure of p\ = 4.9 kPa Below the so called A- 

point liquid He undergoes a transition into a superfluid 
phase (Hc-H), where it has no internal friction and nearly 
perfect heat conductivity. 




temperature T \K] 

FIG. 1: Helium phase diagram [^. Cooling down helium 
under normal pressure results at 4.2 K in the liquid phase. 
Reduction of the pressure to 49hPa cools the liquid to the 
"Triple-point" where superfluidity occurs. 

A phenomenological description of this transition was 
first given by Tisza and later by Landau [ll| . They sug- 
gested an ideal mixture of two fluids below T = 2.17 K: a 
normal- and a superfluid fraction. The normalfluid frac- 
tion has the density p„ and the viscosity ry„. It travels 
with the velocity w„ and carries the total entropy S of 



the system. The superfluid fraction has the density Vs, 
a viscosity yy^ = 0, a vanishing entropy and travels with 
the velocity Vs- The total density is the sum of the two 
components: p = Ps + Pn- 
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FIG. 2: Relative density versus temperature below the A- 
point in helium. 

As shown in Fig. [2] the density ratio is strongly tem- 
perature dependent between 1.0 and 2.17 K. One can 
define j, the mass flow of He below the A-point to be: 
j = Ps^s + PnVn- As showu in [l2, [13 1 now two types 
of heat transport in liquid He below the A-point can be 
derived: The First Sound, a pressure wave with veloc- 
ity vpiSo, and the Second Sound, an entropy wave with 
velocity vseSo- 



B. Second Sound 

While the First Sound is a longitudinal fluctuation in 
density, driven by pressure, the Second Sound is a tem- 
perature driven wave, opposite in phase movement of the 
normal and superfluid components - it is an entropy wave 
that transports heat. The velocity vseSo of this heat 
transfer has a strong temperature dependence, as can be 
deduced from the temperature dependence of the den- 
sity ratios given in fig. [21 Various measurements were 
performed to determine vseSo- 
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FIG. 3: Second Sound velocity vseSo versus temperature [T3 ]. 
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Fig. [3] shows data from the measurement of vseSo per- 
formed by Wang et al. [l^ in resonance experiments. 
The blue curve is a polynomial fit to the data of 
During the experiments presented here, the tempera- 
ture is kept between 1.5 to 1.8 K, where the velocity 
of the Second Sound is nearly constant at a value of 
vSeSo ~ 20m/s = 2cm/ms. Nevertheless, the actual 
velocity is derived from the measured temperature of the 
He using the polynomial fit to Wang's [ij data. 



III. SECOND SOUND RAY-TRACING 
AROUND A TESLA CAVITY - A SIMULATION 

A. Simplifying Assumptions 

The Second Sound localisation technique is studied us- 
ing simulations of the TESLA nine-cell cavity. The di- 
mensions of the cavity are taken from [l[. The length 
of the whole structure is 1276 mm, while the single cells 
are 115.4 mm long and 206 mm wide. The diameter of 
the iris diaphragms between the cells is 70 mm. In the 
simulation program the shape is simplified to a central 
cylinder and nine half-tori, which cover the critical re- 
gions of the cavity well. All additional parts like HOM 
couplers are neglected. The critical region is the equa- 
tor of each cell where two half-cells are welded together. 
The resulting welding seam is the main source for mate- 
rial disorder and it coincides with the region of highest 
magnetic field. Therefore, for the simulation, the quench 
spots are randomly placed around the equators of the 
cells. 




FIG. 4: TESLA cavity in the simulation with 2x6 OSTs (red 
squares). Shown is a three signal event. 



The geometry of the liquid He tank, which is planned 
to be used at DESY for testing the TESLA cavities, lim- 
ites the placement of the OSTs. To allow for a fast cav- 
ity exchange during testing, one plane with OSTs can 
be mounted permanently on the bottom of the tank, the 
others can be mounted on the cover of the tank. The 
distance between OST and equator is assumed to be 
103 mm, i.e. on a circle with twice the maximum radius 
of the cavity. 

A constant velocity of the Second Sound is assumed 
(v = 20m/s) in the simulations. For the reconstruction 
only lines of direct sight are used. As a consequence, 
every quench above a cells equator should not be seen 
by a bottom detector and vice versa. According to the 
wave-nature of Second Sound, events within a distance 
of less than 20 mm distance to the cells equator are prop- 
agated around the equator to be registered by an OST 
on the other side. It was shown that already two planes 
with six detectors are sufficient in the selected geometry 
to have always two OSTs with direct lines of sight to the 
quench spot. No rcfiections and no attenuations are im- 
plemented. Details of the simulations can be found in 



B. Results and Consequences 

As a first result, the simulations show that in the cho- 
sen case of six detectors on each of the two levels (on the 
top and bottom of the cryostat) quenches are in general 
detected by two or three OSTs with direct lines of sight. 
Two-signal events, which are predominantly observed for 
quenches in the central cells can be divided in two sub- 
groups. When the two firing OSTs sit on the same plane 
the reconstruction is straight-forward. The critical case 
is a signal in two OSTs in different planes (see Fig. 3] 
and take only one red line in the upper part). The re- 
construction will give two possible quench locations. In 
most cases, one of the proposed locations is within a few 
millimeters from the original quench spot. The mean de- 
viation between a real spot and the reconstructed one is 
about 5.7 mm. 

In the case of three or more responding OSTs (see 
Fig. |4|) the spot is unambiguously localized with a mean 
deviation of only 4.5 mm. A third plane of OSTs in the 
middle of the cryostat, i.e. of the cavity, would increase 
the localisation precision. The simulations show, that it 
is possible to cover nearly 99 % of the critical regions of a 
TESLA cavity with twelve detectors on two levels, six at 
the top and six at the bottom of the cryostat [l^ . Never- 
theless, the geometry of a real cavity is more complex and 
additional big parts might be inside the He tank. The 
question arises whether strong reflections of the Second 
Sound on the surfaces occur. These would increase the 
complexity of the quench-localisation algorithms. 
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IV. EXPERIMENTS INSIDE A HELIUM 
EVAPORATION CRYOSTAT 

A. The apparatus 
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FIG. 5: Sketch of the He evaporation cryostat with mounted 
GST and heat source. 

A He evaporation cryostat was built as a test volume 
for Second Sound waves, produced by a tiny heat source 
and measured by an OST which is mounted on a mov- 
able support rod [l^ . The cryostat consists of two nested 
Dewars. The outer one contains liquid N2 as a cooling 
shield for the inner Dewar, filled with liquid He. The 
hollow glass walls are evacuated and mirrored to provide 
a high degree of heat insulation. The inner He Dewar 
is closed with a stainless steel chamber, which houses all 
necessary connections (electrical for OST and heater, me- 
chanical for vacuum pumping, pressure measurements, a 
feed-through for the OST mount and one for filling the 
liquid He into the inner Dewar). The heat source (see 
section rV C[) is positioned on the central axis close to the 
bottom of the Dewar. The OST rod is pivoted and can 
be positioned at any height in the He Dewar. The rod 
axis is shifted by 12.5 mm with respect to the central axis 
of the 70 mm wide Dewar to allow for noncentral posi- 
tioning of the OST by turning. Fig. [5] shows the setup. 
A rotary vane pump (Alcatel 2033 with 30m'^/h suction 
power) is used to lower the pressure in the gas volume 
above the surface of the liquid He. Evaporation cools the 
liquid to 1.5 or 1.8 K (approximately 5 — 17hPa) into the 



superfluid He phase. By pumping out the He vapour the 
total amount of He in the Dewar is reduced over time. 
A maximum distance between the heat source and the 
OST of about 44 cm can be realized at the beginning 
of the measurements. After 8 hours the height of the 
liquid He is still 20 cm. The temperature is controlled 
by the pressure of the gaseous He according to the In- 
ternational Temperature Scale (ITS-90) (T^]. The preci- 
sion of the temperature determination is obtained from 
the pressure measurement. In the experiment we used a 
logarithmic membrane vacuum meter (DIAVAC DVIOOO, 
Ocrlikon Leybold Vacuum), connected by a steel bellow 
to the cryostat's head. The absolute accuracy in the 
pressure range of 1 to lOhPa is claimed to be ±lhPa 
[l8| . This corresponds to an error of the temperature of 
AT = ±0.05 K. 



B. OST-Design and Working Principle 

Oscillating Superleak Transducers (OST) can be used 
for excitation and detection of Second Sound in super- 
fluid helium. The concept is similar to a condenser mi- 
crophone. The functional part is a membrane {M in 
Fig. ini active diameter: 19.6 mm) made from a Cellu- 
lose Nitrate Membrane Filter (VWR Scientific, USA) of 
0.1mm thickness, which contains pores with a diameter 
of 0.2^m [Hi. 





FIG. 6: GST mounted horizontally on the support-tube (left) 
and exploded-drawing (right) with H — housing, M = porous 
membrane and P = immobile brass plate. 

These pores allow the passage of superfluid He, 
whereas the normalfluid He cannot pass them. The sec- 
ond electrode of the capacitor is realised by an immobile 
brass plate (P in the figure). The total capacity of the 
OST is estimated to be Cost = 16 pF. One side of this 
filter paper M is coated by a thin Au-layer (50 nm) . This 
side is directed towards the arriving Second Sound wave. 
The OST follows closely the first concept of Cornell [§], 
was adapted at DESY [l^l and supplied to us. 

Fig. [7] shows the readout circuit for the OST. A bat- 
tery charges the OST with a voltage of 120 V. In the 
first experiments a resistance oi R — (100 ± 5) kJl 
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and a decoupling capacity of C = (100 ± 5) |J.F were 
used, later these elements were exchanged to optimise 
the signal amplitude. The best signals are obtained with 
R={10± 0.5) Mil and C = (22 ± 2) pF. 

Uv ~ 120 V 




FIG. 7: Readout circuit for the OST. 

The response of the OST to the arriving Second Sound 
wave depends on the density ratio Pn / Ps- The heat pulse 
from a quench spot (or from our point-like heat source) 
increases pn, the density of normalfluid He. When the 
entropy wave reaches the OST, He H diffuses from the 
inner volume, the membrane moves inward increasing the 
capacity Cost- As the stored charge Q = Cost ■ U is 
stable, the voltage over the capacitor is lowered creat- 
ing a negative pulse on the oscilloscope. In the present 
experiments, a Textronix TDS 4014 B is used in "high 
resolution mode" to detect the OST signal with lower 
noise. 



C. Heat Source 

The point-like heat source is realised by a single 56 
SMD-resistor with the dimensions 1.5x2.2 mm^. The re- 
sistor is placed on a PVC plate. This plate is suspended 
from three niobium wires (diameter: 0.5 mm). Weights 
are mounted below the plate to damp mechanical oscilla- 
tions, should they arise. Two of the three wires carry the 
current-pulse to the resistor. Niobium is selected for the 
wires, as it is superconducting below 9.2 K. Therefore 
no Ohmic heating occurs, which could be an additional 
source of Second Sound. 

To work under realistic conditions, the power of the 
heat source should correspond to the heat power Pdiss 
which is dissipated per area A, when a quench occurs. 
According to Q, one can calculate: 

-Ra-H^. (1) 

We assume a circular defect of the radius r = 250 \m\. 
In case of a 9 cell TESLA cavity, operated at a frequency 
of 1.3 GHz, the magnetic field in the equatorial regions 
is in the order of H ~ 100 Oe and the surface resistance 
Ra rises during the quench to a few mfi assuming a 



quenchtime of abaout 5 ms [8|. Under these assump- 
tions one estimates a dissipated energy of 0.15 mJ and 
a dissipateted power Pdiss of 0.26 mW In the ex- 
periments different values for voltage and pulse length 
are used to study the influence of the heat-pulse shape 
on the OST response (see Fig. [9]). At the temperature 
of 2 K, the resistance of the heat source is measured to 
he R — (82.5 ± 1.0)17. A rectangular pulse of 0.2 ms 
duration and an amplitude of 4V, or with a length of 
0.8 ms and an amplitude of 2 V is applied. Both pulses 
deliver (0.039 ±0.001) mJ. The best response of the OST 
is found when higher energy is generated in the pulse: 
with an amplitude of 4V and a pulse duration of 0.8 ms, 
an energy of (0.156 ± 0.002) mJ is dissipated. 



V. MEASUREMENTS 
A. Noise Suppression 

In the first experiments, a high electronic background 
of 50 Hz and higher order modes made it difficult to iden- 
tify the OST response to a heat pulse of maximal 2 mV 
amplitude. A consequent grounding, the application of 
a battery instead of a variable power supply and the 
change of the resistor R and the decoupling capacity C 
(see Fig. ^ increased the signal/noise ratio to some ex- 
tend. As the next step the length of the heating pulse 
was extended to 0.8 ms. The increased heat-power caused 
larger OST amplitudes. 

The main source of noise is the rotary vane pump. The 
OST - sensitive to the First Sound, too - detects 50 Hz 
oscillations caused by the running pump. Switching off 
this pump, one obtains a nearly flat background within 
10 s. Nevertheless, switching off the pump has the conse- 
quence, that the temperature of the liquid He increases, 
changing the velocity vseSo too. Therefore, the measure- 
ments are performed in the temperature interval from 1.5 
to 1.8 K, which corresponds to a pressure range from 5 to 
17 hPa. According to [lj| and shown in Fig.[3]hcre the ve- 
locity vseSo is nearly constant with 1.987 to 2.004 cm/ms, 
a variation of only 1 % of the minimal value. These condi- 
tions determine the scheme of the measurements: After 
a time of about 15min, the He vapour reaches 17hPa. 
Data taking is stopped, the pump is switched on to re- 
duce the pressure again to 5 hPa within the next 15 min. 
Then new measurements can be started. 



B. Travelling Distance Variation 

The primary goal is the exact determination of the 
arrival time of a Second Sound wave. The distance be- 
tween the heat source and the OST is adjusted in well 
defined steps. The zero distance is experimentally de- 
termined by mechanically contacting the OST and the 
heat source. Nevertheless, uncertainties in the distance 
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FIG. 8: 12 OST signals recorded in the high resolution mode with increasing distance (given on the right side of each signal). 
The He level was 19.5 cm above the resistor. The red crosses mark the earliest and latest expected point for the Second Sound 
to reach the OST; the kink in the red dotted line is due to the change in the step size. All 12 signals are shown with the same 
scale for the amplitude: — 5mV to +5mV. 



remain due to the thermal expansion of the used mate- 
rials. The total error in the distance zqst (OST/heat 
source) is estimated to be ±3 mm [l^. Fig. |8] gives an 
overview of 12 of the signals recorded with increasing 
distance zqst, indicated on the right axis of the figure. 

The heat pulse is released for all 12 spectra at t = 
ms. To each line two red crosses arc added marking 
the earliest and latest point in time when the Second 
Sound signal is supposed to reach the OST, calculated 
from the actual pressure and distance. The time interval 
between each pair is the sum of the deviation of the rising 
and falling edge of the trigger signal and the uncertainty 
in the Second Sound velocity in the actual temperature 
interval. The first crosses are connected by a dotted red 
line. The kink in this line at zqst = 43 mm is due to the 
change in the step size in zqst from 10 to 20 mm. 

Fig. |8] shows a complex but reproducible pattern of 
oscillations, which is different for each selected distance. 
The signals start with a negative deficction, but with a 
reduced amplitude. OST signals from the shortest dis- 



tance (3 mm) show the highest amplitudes. The ampli- 
tudes decrease up to a distance of 40 mm and then stay 
at a constant value. 

This behaviour is clearly seen for the 0.8 ms long 4 V 
heat pulses in Fig. [5] and refiects the fact, that the Second 
Sound propagates as a spherical wave close to the heat 
source. From a distance of about 40 mm on, it can ap- 
proximately be regarded as a planar wave with constant 
amplitude. The complicated pattern of the OST response 
raised the important question on the reproducibility of 
these patterns. Therefore we recorded at least 10 OST 
spectra under identical conditions at each distance zqst- 
All signal patterns from the same distance are equal, but 
different for another value of zqst- 

As already discussed in section ITVBl the OST should 
respond with a negative pulse to the arrival of a wave 
front of normalfluid He, i.e. the Second Sound wave from 
the heat source. The exact determination of this arrival 
time is crucial for the localisation of quench points. As 
the signal does not start with the full amplitude - a slow 
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FIG. 9: Signal amplitude at the OST depending on the trav- 
elling path zosT of the Second Sound wave. Three different 
shapes of the heating pulse are compared. 
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FIG. 10: Starting region of an OST signal. In green the 
noise band is given, calculated from the measured OST-signal 
prior firing the resistor. The first red line (tcaic) indicates the 
position, where the signal is expected theoretically, the second 
one (tmeas) givcs the position where at first the OST signal 
crosses the noise band. 



onset of membrane oscillations occurs (see section FV D[) - 
it is difficult to separate the small negative pulse from the 
noise background. The maximum amplitude of this noise 
band can be determined from the data, taken in the time 
interval prior to the arrival of the Second Sound wave at 
the OST. The threshold is placed 10 % higher than the 
maximal noise amplitude (green lines in fig. [rU]) . The 
determined arrival time tmeas is indicated together with 
the arrival time tcaic, calculated from the known OST 
distance and the actual velocity vseSo- The agreement is 
satisfying. 

In a full series of OST spectra (obtained with 
A/unitV^O.&/unitms heat pulses) taken at different dis- 
tances ZOST, the arrival time tmeas is determined with 



a computer algorithm. In Fig. [TT] the resulting distances 
(red data points with errors) are plotted versus the set- 
distance zosT- The linear correlation corresponds to the 
calculated velocity of the Second Sound. The deviation 
between the measured distance and the set-distance zqst 
is 6.0mm HI. 
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FIG. 11; Distances obtained from data analysis of a full 
series of OST spectra versus the distance obtained from the 
mechanical set up. 



C. Reflections 

It is important to test whether reflections of the Sec- 
ond Sound can be observed or not. As a positive conse- 
quence, reflections would allow to have a look "without 
direct sight", on the other hand they could be the ori- 
gin of the complex shape of the OST's signal. For this 
investigation, the OST is mounted vertically on the sup- 
porting rod, which is off-axis (see IV. A). As shown in 
Fig. [12] (left), the Second Sound wave can reach the OST 
only via a reflection on the Dewar glass wall, when the 
OST is directed towards the waU. A turn of the OST 
by 180° (Fig. [121 right) allows for a direct impact of the 
Second Sound wave on the OST. 

The geometry is known and for the two positions a dif- 
ferent signal arrival time at the OST is expected. The 
result of a series of measurements is shown in Fig. [TSj 
For 19 different values of zqst, the travelling distance of 
the Second Sound wave is measured for the two OST ori- 
entations. No other parameters (temperature, pressure, 
or height of the He-level) are changed. The upper bent 
line in Fig. [T^ shows the calculated path length including 
a reflection. The measured data from the OST facing the 
wall are in fact larger and agree with the calculated path 
length including a reflection. The typical error for the 
distance is smaller than 10 or 5 %, as before j20l |. 

The vertical mounting of the OST gives the possibility 
to estimate the reflectivity of the wall. The data from the 
previous experiment are used to compare the signal am- 
plitude from a measurement with and one without reflec- 
tion. To be independent from any amplitude loss during 



8 




D. Oscillations of the OST membrane 

The complex signal shape of the OST (Fig. can not 
be explained by reflections inside the Dewar (see section 
V.C). Time-resolved Fourier analysis, using a Gaussian 
window, is used to study the waveform of the OST signal. 
Fig. [13] shows that three main frequencies contribute to 
the signal: /i = (299 ± 5) Hz, = (553 ± 6) Hz and 
h = (870 ± 13) Hz It can be excluded, that these 
frequencies are caused by the used electronics. Hence, 
the conclusion is, that these are typical oscillations of 
the OST, most probably of the OST membrane itself. 



FIG. 12: Drawing of the vertical mounting of the OST. In 
red are shown the shortest distances for the Second Sound to 
reach the OST with and without reflection. The heat source 
is plotted in scale. 
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FIG. 13: Without reflection (red crosses) the pathlength 
PsoSe follows the expected hnear behavior (see also Fig. I10|) . 
Reflected Second Sound (black crosses) has a longer path- 
length PsoSe, according to the distance to the wall. The 
difference in the pathlength's PsoSe shrinks with increasing 
zosT, as the direct and reflected pathlength gets more simi- 
lar. 
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FIG. 14: The 3d-diagram shows how the Fourier amplitudes 
of the three typical frequency distributions decay in time. 

A spherical, flat membrane can oscillate in many 
modes which are characterized by certain frequency ra- 
tios (Fig. [13) nil. The ratio of the three main frequencies 
from the Fourier analysis is 1:1.85:1.57. This can be com- 
pared to the theoretical resonant frequencies of a circular 
membrane. Taking the three modes 11, 12 and 71 we ob- 
tain the ratio 1:1.85:1.57. The maximum deviation to the 
measured ratio is 0.6%. If we allow for deviations up to 
4 %, other triplets of modes can reproduce the measured 
ratios: (02,61,53) or (31,04,54) or (32,21,53). It can- 
not be excluded that only a part of the OST membrane 
is oscillating. But it is sure, that at least a part of the 
membrane is oscillating. This explains the shape of the 
OST response, the long signal and its exponential decay. 
To obtain further improvement of the quench localisa- 
tion, the OST membrane should come into the focus, its 
shape, thickness and tension. 



propagation of the wave, only data with identical travel- 
ling distance for both OST orientations (direct impact or 
after reflection) are compared. This urges, that always 
Zqst has to be enlarged for the direct impact position. 
10 pairs of data are evaluated averaging the amplitude of 
the first four peaks of the signal for both cases and allow 
to estimate a reflection coefficient of i? = 0.39 ±0.05 [20| . 



E. Signal Decay time 

The overview (Fig. [5]) already gives the impression, 
that the OST response in the present setup decays very 
slowly. The whole range is shown in Fig. 1161 an exponen- 
tial fit to the absolute amplitudes results in a decay time 
of t « (0.14 ± 0.02) s. One hypothesis suggests multiple 
reflections in the small volume of the glass cryostat. But 
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mode 01 mode 11 mode 21 mode 02 mode 31 mode 12 




/i 1.593 -/i 2.136 -/i 2.295 -/i 2.653 • /i 2.917 ■ /i 



mode 41 mode 22 mode 03 mode 51 mode 32 mode 61 




3.155 -/i 3.500 -/i 3.598 -/i 3.647 ■ /i 4.059 ■ /i 4.132 ■ /i 



FIG. 15: Graphic representation of the eigenmodes with the 
smaUest frequencies of an oscillating circular membrane, fig. 
adopted according to 

at least 10 reflections are needed to obtain the observed 
signal length by reflections. The measured reflection co- 
efficient (see section V.C) excludes this hypothesis, as it 
would decrease the amplitude down to 1% of the starting 
value, whereas the observed value is 1/e « 0.37. The pre- 
vious section showed, that the OST is a vibratory object 
which is excited by the incoming Second Sound wavelet. 
The decay time of the oscillations depends on details of 
the membranes tension or fixation. OSTs at CERN or 
DESY have a much shorter signal length [2l|, although 
they are fabricated according to the same design. 



VI. CONCLUSIONS 



In the present study we show, that the Second Sound 
wave can still be detected after travelling over a distance 
of 30 cm. The OST signal can be analysed to find the 
exact arrival time of a Second Sound wave, which is the 
primary means to localise a quench spot. The complex 
response signal of an OST in the glass He-evaporation 
cryostat starts with a "negative" pulse as expected from 
the working principle. The following oscillations show 
typical frequencies in certain ratios and an exponential 
decay of the amplitude: Different modes of an oscillating 
membrane are observed. 

Additionally, clearly reflections of the Second Sound 
on the walls of the container are found. The question of 
their influence on the OST's response is important, es- 
pecially having in mind the complicated shape of a nine- 
cell TESLA cavity. The experiments demonstrate a high 
absorption coefficient at the glass walls, one might ex- 
pect still higher values on a superconducting niobium 
metal surface. Therefore, Second Sound waves have only 
a chance to be detected by an OST after one or two re- 
flections. Furthermore, it justifies the use of direct lines 
of sight as the most basic way to locate the quench spots. 
To increase the sensitivity, the amplitudes of the signal 
have to be enlarged. This could be done by an amplifier 
or more detailed knowledge on the oscillating membrane. 
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FIG. 16: Exponential decay of the OST signal amplitude (ab- 
solute value), measured over a full second. 
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